Measuring magnetic fields generated by DC currents in receive-only coils.
DC decoupling currents applied to receive-only coils during radiofrequency transmission can create stray magnetic fields capable of changing the resonant frequency of nearby nuclei. It is difficult to measure these fields with conventional field-mapping techniques because the fields are not present when the signal is acquired. The stray fields can be measured empirically with cardiac tags.